Abstract-This paper introduces a new robust 3D ultrasound needle detection approach integrated in a 3D needle steering system associated to a real-time path planning. The robustness of an existing algorithm is improved by limiting the needle detection to a curvilinear region of interest (ROI) using a novel mechanicalbased prediction model. This linear model is also used in a Kalman filter to reduce detection noise and reject false detections. These two improvements drastically increase quality of our feedback. Finally, the 3D needle steering system is able to reach a target in phantoms with a maximal error of 0.8 mm without obstacle and 1.6 mm with obstacle.
I. INTRODUCTION
To reduce patient injuries and guarantee procedure success, needle-involved clinical procedures require very fine precision during insertion. This problem has motivated many research for robotizing needle insertion. Among them, needle steering -i.e. fine control of needle curvature for the execution of curved trajectories toward a target -has received increasing interest over the last decade.
A. Needle Steering and Path Planning
Needle steering can be performed using active or passive needles. Active needles have the ability to act on their own deformation while passive needles use external forces. Passive needle steering can be performed by applying forces and torques on needle base or by using beveled-needle tip asymmetry to bend the needle in tissues.
In [1] , DiMaio introduces a 2D finite element model of tissue and needle deformations to guide a needle tip by acting on its base. A path planner based on potential fields enables reaching a specific point. Glozman [2] reduces the computation time by using a needle/tissue deformation model based on beam theory and virtual springs instead of finite element.
The needle base manipulation method has still an important drawback: needle base movement influence on needle tip tends to decrease when the needle is deeply inserted. Thus, forces applied to the needle base need to be increased with insertion depth and could generate traumas on the patient.
The second method does not suffer from this drawback and uses the deformation due to the force applied by the tissue on the beveled needle tip. Several designs have been proposed to improve bevel-tip needle deformation or reduce patient injuries; a review of these designs can be found in [3] .
A model of needle deformation is still necessary to plan needle insertion path. Webster, in 2006 [4] , developed a simplified kinematic model which approximates needle trajectory by a circular path. The arc radius depends on tissue and needle mechanical properties. Duty-cycling (DC) methods, introduced in [5] , allow to modify this radius by alternating pure insertion and insertion with rotation.
Some planning algorithms based on Markov Decision Process [6] or Rapidly-exploring Random Tree (RRT) [7] use the previous kinematic model in 2D. Later, geometric inverse kinematic [8] , stochastic model [9] or RRT [10] have also been used for 3D planning. Patil in [10] used the 3D RRT rapidreplanning strategy from [7] to steer a needle while avoiding obstacle and perturbations. This fast position feedback allows to achieve closed-loop insertion and reduce errors in control and planning. For this reason, we use the same approach to guide a needle in 3D.
B. Needle Detection
Fluoroscopy [11] or MRI [12] are commonly used to detect needles. However, Ultrasound (US) stays the safer, less expensive and more practical imaging modality for intraoperative purpose.
In [13] , Abayazid uses US imaging based on a 2D probe mounted on a motorized support to detect and steer a needle tip using the 3D RRT replanning approach. This "frame by frame" tracking method makes detection more robust but needs the needle to be roughly normal to the US plane. In [14] , Adebar extends this "frame by frame" segmentation approach to a 3D motorized probe. Color-Doppler mode is associated with an ultrasound buzzer at the needle base, to improve needle detection. An Unscented Kalman Filter (UKF) filters the detection using the non-linear unicycle model to predict needle tip displacement between two images.
We previously developed a detection method based on color-Doppler and needle rotation during insertion [15] . The detection is based on 3D reconstructed volume from a commercialized endorectal 3D probe. Unlike [13] and [14] , the needle orientation in relation to the probe is therefore not constrained by the detection algorithm. We chose to use a Random Sample Consensus (RANSAC) algorithm inspired by [16] . This algorithm can be successfully used to extract polynomial (Bezier) curves approximating the needle shape from noisy environment. In [17] , Chatelain uses this reconstructed 3D approach and a Kalman Filter (KF) to improve needle detection given by a similar polynomial curve RANSAC. This KF uses the position continuity of each control point as the model for the needle displacement. However, as the needle is manually inserted, no prior information could be added to the filter.
Later, the limitation of the detection to a cylindrical ROI make it more robust [18] .
C. Contributions
In this paper, we present a novel needle tracking approach based on a KF combined with a novel 3D mechanical model inspired by [19] . Along with mechanical properties, this model also integrates robot information such as insertion speed and orientation of the needle to have a better estimate of the whole 3D shape deformation of a Bezier curve approximating the needle. This mechanical model also increases the precision and robustness of our detection giving a predicted curvilinear ROI using the last needle detected in the 3D US image (see III.B). This new approach is compared to the similar kinematic approach proposed in [17] by tracking a needle on 3D image sequences.
Finally, a 3D needle steering system merges these contributions using an existing brachytherapy robot prototype [20] and a RRT replanning algorithm [7] . Steering results obtained on phantoms with and without obstacle are summarized in section IV.C.
II. MECHANICAL-BASED KALMAN FILTER

A. Kalman Filter process
Standard needle tracking methods based on noisy images processing may lead to false detections. For that reason, we use a KF to filter the result. The discrete KF is based on the knowledge of variables (state) evolution. This evolution is translated into a linear equation. The KF assumes that a process noise and a measurement noise, both Gaussian, corrupt respectively the prediction model and the measurement. Filtered state is computed by an optimization between the prediction and the measure. For more information about KF, see [21] .
The models described in Section II.B and II.C will be used as prediction, separately. In the mechanical KF the state represents the Bezier curve control point coordinates
The measurement noise, about 1 mm, corresponds to the standard deviation of each control point estimated from 100 segmentations. The process noise, around 0.1 mm, is computed from comparisons between simulations and real needle insertions. The filtered needle segmentation corresponds to the updated estimate of the control points. The ROI is created with a prediction computed from the models (see III.B). In addition, we use a "validation gate" to reject high false detections (see [21] for more details).
B. Mechanical-based Model
As mentioned in Section I.A, some needle deformation models use virtual springs to simulate needle-tissue interactions. For instance, in [19] , one of these models was developed to estimate needle deformation caused by needle asymmetry. This model considers needle as a piece-wise polynomial curve in 2D. Polynomial coefficients are computed by minimizing the energy accumulated in the system and the work produced by the beveled needle tip force. We use a similar model and apply it on a 3D Bezier curve resulting from the detection step introduced in Section I.B. The deformation is limited by the polynomial aspect of the Bezier curve. However, simulations show that cubic or quadratic Bezier curves are sufficient to describe slight needle deformations.
Being given a needle at a time t described by a Bezier curve and its control points Q t , every curve points P t (s) could be expressed by the relation (1):
where the matrix ‫ܣ‬ ே depends on the order of the Bezier curve N and s is a parameter between 0 and 1. Characters in bold represent vectors and matrices. Once the needle appears in the image, its visible base (i.e. the needle point in the image nearest to the needle base) is assumed to be fixed. It means that the first control point ‫ݍ‬ does not move. The visible tip moves in the direction tangent to the needle tip. Tip and base speeds are supposed to be equal. Thus we suppose there is no axial compression in the needle.
The energy of the system could be divided into the three following components:
x The energy due to needle deformation, approximated for small deformation by (2) : Where E is the Young's modulus of the needle, I is the second moment of area computed from needle section, L is the needle length approximation and P t ሷ (s) represents the second derivative of P t ሺsሻ in relation to s.
x The energy accumulated in the virtual springs which simulates the needle-tissue interaction. It could also be approximated for small needle deformations by (3):
Where K is the virtual spring stiffness per length, t represents the current instant and t-1 the previous instant. δs is the distance traveled by the point during the insertion step and is expressed by δs=s
where v ins is the insertion speed and dt is the period between two steps. Including that term allows to consider the needle insertion movement directly in the virtual spring energy.
x The work of the force F acting on needle tip:
The direction of the vector F is determined by last needle direction and needle roll angle given by the robot. Thus, we neglect torsion and suppose that needle base and tip roll angles are the same.
The approach consists in computing optimal control point coordinates which minimize those energies. To that purpose, we compute the system of differential equations (5). Differential equations (5) lead to a linear system of 3xN depending on current (Q t ) and previous (Q t-1 ) control point coordinates.
It results in a matrix relation between current and previous control points and the force applied on the needle tip. This expression defined in (6) .
where M t and M t-1 depends on E, I , ‫ݒ‬ ௦ , δs, L K and the order of the Bezier curve. M F depends only on F. Using M t inverse or pseudo-inverse, the current control points coordinates are obtain directly from the previous ones.
The cutting force F is defined in the literature as one of the three forces applied to the needle during insertion in the tissues [22] and is supposed constant at each step. F is modulated according to needle insertion DC (value between 0 and 1 corresponding to rotation time over insertion time) by the following relation F = F max (1-DC). F max corresponds to the true force applied on needle tip.
The virtual spring stiffness K reflects needle-tissue interaction. It therefore depends on the tissue and needle mechanical properties. Since this model is linear, there is no need for a UKF as used in [14] . This model also computes the entire needle shape deformation, not only needle tip displacement, and is therefore more precise for ROI selection (see III.B).
C. Kinematic model
In order to show the added value of the presented approach and because of the similarity in the detection processes, we compare our KF to a more standard model [17] . This model is based on the control point kinematic relation between point position and speed. To have a more relevant comparison, we will add to this model information from the robot using needle tip velocity. A virtual measure of velocity vector is created from the last needle direction detected and the insertion speed given by the robot.
III. NEEDLE STEERING APPROACH
A. Control Scheme
The strategy used to steer the needle consists in two stages: the low-level control loop and high-level control loop (see Fig.  2 ). The former concerns the robot. The latter is composed of the US acquisition, needle segmentation, the novel KF and the path planning. The path planning returns a path composed of circular arcs and is transformed into control inputs by the DC algorithm. The insertion and rotation speeds are defined by the user. Thus, the DC algorithm takes as input the DC value and the total insertion distance. It returns several insertion steps controlling the insertion distance and rotation angle for each step. To avoid involuntary change of orientation, the rotation angle must be a multiple of 360°. Thus the rotating time has a lowest value which also limits the total insertion time step. To avoid the influence of starting and stopping motor transient phases, we also keep rotating time superior to 500 ms.
B. Selection of the Region of Interest
The mechanical or the kinematic model are used separately as prediction for ROI selection in the next segmentation. Based on the acquisition time (supposed constant), the model returns a Bezier curve corresponding to the predicted needle position in the next image.
A specific thickness (called side margin), corresponding to apparent needle diameter, is added to the ROI (see Fig. 3) . A margin at needle tip could also be set by the user in some cases, for example when the model used to predict needle displacement does not integrate needle progression.
ROI based detection using RANSAC and KF has already been investigated [18] but only with a cylindrical ROI which does not evaluate needle deformations: the prediction model uses tip velocity measurement relying on speckle tracking. Here, we use robot information as well as mechanical-model and avoid potential errors from speckle tracking velocity detection.
C. Experimental Setup
PROSPER is a robot developed for brachytherapy procedures [20] . It has a positioning module with five motors to pre-position and orient the needle tip outside the patient and an insertion/rotation module with two motors for needle steering inside tissues.
An Ultrasonix RP acquires 3D images from an endorectal US probe and sends it to a computer. A GPU-based 3D reconstruction algorithm inspired by [23] , using 2D Cartesian slices instead of RF signal, compensates for transducer constant velocity in acquisition. The framerate depends mainly on the 3D probe swept angle, we therefore limit it to 30°. The final 3D resolution is 0.27x0.27x1.37 mm farthest from the probe (50 mm) and the framerate is around 1 volume per second. The user selects target position in a pre-insertion US image and can also locate obstacles corresponding to critical areas. The needle is inserted enough to make it visible in the image and is first located by the user. Then our automatic segmentation process is used to track the needle and planning is performed by RRT. These steps are repeated for each incoming image and allows to compensate for segmentation, path planning or control errors and possible robot compliance.
In order to have reusable phantoms for needle steering experiments, we selected two types of phantoms: a paraffin gel associated with a Vybar polymer (massic proportion of 25%) and PVC based phantoms. The paraffin phantoms are preferred because of the low manufacturing complexity.
Moreover, the polymer assures the control on the phantom stiffness and simply heating it allows to recover its initial shape and stiffness.
IV. RESULTS
A. Model Parameters Definitions
In order to have an estimate of the cutting force F max in our future experiments, four different needles (2 biopsy needles, 1 brachytherapy needle and 1 Nitinol needle) have been mounted separately on a RAVEN II robot equipped with a force sensor. This sensor measures the force applied on the needle base during its insertion into PVC phantoms. Each phantom has a different apparent Young's modulus, previously measured by LASTIC [24] . The norm of F max is extracted from a graph of the total axial force against the insertion depth. Fig. 5 represents the axial force detected on the standard brachytherapy needle (stainless steel, 17 gauges) base during the insertion in four phantoms with different elasticity. The first peak corresponds to the puncture force necessary to penetrate in the tissue. The slope after the peak corresponds to the regular friction force increase, proportional to the insertion depth. F max could be computed from the friction force slope and the puncture point. The same process is applied to every needle. Results are given in Table 1 . The virtual spring stiffness is then estimated from a comparison between needle insertion simulations and experimental results. The four needles have been inserted in the different phantoms and the stiffness corresponding to the best fit is returned. The cutting force and spring stiffness are summarized in the Table 1 .
B. Needle Tracking Using Kalman Filter and ROI
The noise in our detection comes mainly from RANSAC non-determinism and from US intrinsic noise in the image. Table 2 summarizes errors for static needle detections in 26 acquisitions in 3D. It presents shape error (mean along the needle shape), needle tip position and direction errors. Even if the standard deviation error is already very low without KF, we can see that KFs reduce the standard deviation of the errors and thus increase the precision of the detection. However, the KFs do not reduce mean errors. Thus they do not affect detection accuracy during static detections. The purpose of the following experiment is to compare tracking performance in three cases and to determine which model is the most appropriate.
In the first case, no model is applied, the ROI is then determined from last needle detection. The second case involves the kinematic model and the last case uses the mechanical model. Results have been compared to manual segmentations. A 0.5 mm nitinol needle is pre-curved at 3 mm from its tip to increase bending in the paraffin phantom. The needle is inserted at 1 mm/s. F and K for a paraffin gel phantom (80 kPa) were returned from simulations and are 1 N and 320 N/mm respectively. Side margin is set to 3.2 mm corresponding to the apparent needle thickness in the acquired volume. When no model is used, a 1 mm tip margin is added to manage needle progression. For the two cases using model, no tip margin has been added, the margin is therefore the result of the prediction.
In practice, the very low framerate (1Hz) of 3D acquisition increases the model impact for ROI selection. To emphasize further the difference between models, the needle performs a double-bend path. Fig. 6 shows tracking results of a doublebend path and the profile of the insertion speed.
The tracking without prediction model loses the tip when the needle stops for orientation change. It is caused by the presence of a constant tip margin and the hyper-echogenicity of the phantom.
The kinematic model keeps tracking the needle tip during stopping time thanks to the insertion speed given as input. However, it loses the needle tip when the insertion restarts due to the change in needle orientation.
The mechanical model allows to adapt tracking to the change in orientation by using needle tip force vector as input. It allows the needle to be tracked for the rest of the insertion.
C. Needle Steering Experiments
This illustrates the efficiency of the new 3D US tracking. This section presents the 3D needle guidance toward a virtual target. For this purpose, we integrate all steps mentioned in section III.A: tracking with mechanical KF, rapid 3D RRT replanning and DC control. Experiments are performed in two different phantoms with different elasticities (180 kPa and 80 kPa). For each phantom, needle steering is achieved with and without obstacle avoidance (see Fig. 7 ). We use the 0.5 mm precurved nitinol needle and an insertion velocity of 0.5 mm/s. The error is the distance between the virtual target and the final needle tip position obtained by the automatic segmentation. Errors found without obstacle are 0.5 and 0.8 mm. With one obstacle, errors were 1.6 and 0.7 mm. However, let us remind that the detection accuracy is around 1 mm. The working space is limited by the needle maximum curvature, which could cause some targets to be unreachable and increase final error. In this experiment only reachable targets were selected.
V. CONCLUSION
This paper presents 3D needle detection and steering using a novel mechanical-based ROI selection and KF. This approach will be tested in a very short term on more complex tissues such as heterogeneous phantoms or biological tissues. Future work also includes target and obstacles automatic tracking in order to compensate for tissue deformation.
However; preliminary results are already very encouraging: the mechanical-based model enables to predict needle change in orientation. In that way, the needle is easily tracked even when the tip performs large bending. Thus, this approach offers a more robust feedback for 3D needle steering.
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